
Learning Point for the Article:
It should be careful that HA debris may become cause of osteolysis with hematoma.

Progressive Osteolysis with Hematoma Following Revision Total Hip 
Arthroplasty using Hydroxyapatite Mesh: A Case Report

Shougo Matsuda¹, Nobuhiro Kaku¹, Tomonori Tabata¹, Hiroshi Tsumura¹

Introduction: Osteolysis around the prosthesis following total hip arthroplasty (THA) is usually expanded slowly in the mid to long term, not 
progressive in the short term. Hematoma around the prosthesis is a rare phenomenon after a period of 1 year or more after surgery other than 
metal on metal THA. In addition, there are no studies reporting that hydroxyapatite (HA) itself has a possibility to cause osteolysis or hematoma 
after THA. This case has a particular disease phenomenon with three unusual factors, such as progressive osteolysis, hematoma, and HA debris 
in granulation tissue, following revision THA.
Case Report: A 79-year-old woman with pain in the left hip joint underwent a revision THA, using HA mesh and ultra high molecular weight 
polyethylene fiber cable for impaction bone grafting to fill a bone defect in the proximal femur in 2011. There were no abnormal findings 
clinically or on radiograph until 2014.Moderate osteolysis was observed at the lesser trochanter and the area distal to the greater trochanter on 
the radiograph in 2015. The synovial fluid culture was negative. On magnetic resonance imaging examination, the margin showed a low-density 
shell in both the T1- and T2-weighted images, and the inside was a mosaic mass, with mixed low- and high-density are as extending in a 
multidirectional manner. During surgery, cystic mass covered with a thick membrane was found around the artificial hip joint, and the inside of 
the capsule was full of solid and fluid hematoma and dark blood. There was no apparent wear and tear debris of the implant. On pathological 
examination, evidence of chronic hematoma, granulation tissue, and HA debris, interspersed inside the granulation tissue were observed.
Conclusion: We experienced an extremely rare case with osteolysis and hematoma that progressively expanded in a short period of time after 
revision THA using HA mesh, which seemed to be caused by, crushed HA and resulted in osteolysis accompanied by hematoma. This case 
revealed that HA it has a possibility to cause osteolysis or hematoma after THA.
Keywords: Total hip arthroplasty, Revision surgery, Hematoma, Osteolysis, Hydroxyapatite, Polyethylene fiber cable.

Abstract

Case Report

Introduction
Osteolysis around the prosthesis following total hip 
arthroplasty (THA) is usually caused by wear and tear debris, 
such as polyethylene (PE), on the weight-bearing surface and 
expanded slowly in mid-long term, not progressive in the short 
term. Hematoma around the prosthesis is a rare phenomenon 
after a period of 1 year or more after surgery other than metal on 
metal THA. There are a few reports of progressive osteolysis 

with hematoma following THA. However, there are no studies 
reporting that hydroxyapatite (HA) itself has a possibility to 
cause osteolysis or hematoma after THA. This is a case of 
progressive osteolysis with hematoma after THA using HA 
mesh.

Case Report
A 79-year-old female with no medical history complained of left 
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hip pain. She under went a primary THA in 1986(Charnley 
cemented monoblock stem and cup; DePuy Synthes, Johnson 
and Johnson, Warsaw, IN, US)for dysplastic osteoarthritis, and 
the revision THA (Secure-Fit PSL cup and Omnifit Specialty 
Stem, Stryker Orthopaedics, Mahwah, NJ, US)was performed 
at another hospital due to loosening of the cup and stem in 
1997.Due to the loosening of the stem again, the patient was 
brought to our hospital for revision THA in 2011. A metal shell 
had achieved good f i x at ion to the i l iac  bone w ith 
osseointegration; however, the pelvic discontinuity was seen on 
the radiograph. Hence, we performed a revision surgery which 
exchanged the PE liner alone on the acetabular side and stem, 
without replacing the metal shell. Since there was a moderate 
bone defect in the proximal part of the femur, we used the 
bioabsorbable plates used in this study, which were formed from 
50×50-mmmesh sheets made from HA (40% w/w) and PLLA 
(60% w/w) composites  Super Fixsorb MX40 mesh; Johnson 
and Johnson, Tokyo, Japan, and Takiron, Osaka, Japan) and 
ultrahigh molecular weight PE fiber cable (Nesplon tape; 
Alfresa, Osaka, Japan).Atwo Nesplon tapes with 3mm width 
was used to make a paling , which was prepared by 
transplantation with morcellized frozen allogeneic bone using 
an impaction bone grafting(IBG) technique. An 80 g of Simplex 
bone cement (Stryker Orthopaedics) was injected under 
compression using a cement gun, and a 200-mm long Exeter 
stem(Stryker Orthopaedics)was fixed. The diameter and neck 
length of cobalt-chromium metal ball head was 32 and 4 mm, 
respectively. She was able to leave the hospital without any 

complications during the perioperative period. Thereafter, 
there was no obvious abnormal finding on the X-ray and on 
laboratory investigations until 2014. In 2015, she complained of 
left hip pain even at rest, without a rise in body temperature. On 
X-ray, an osteolytic image around the left hip prosthesis was 
visible, and there was a possibility of urgency fracture at the base 
of the greater trochanter. She was hospitalized again for 
examination and treatment. There was no feeling of heat, 
swelling, or redness around the surgical wound. The range of 
motion of the left hip joint was as follows: Flexion,90°; 
extension, 0°; adduction, 20°; abduction, 20°; internal rotation, 
10°; and external rotation, 10°. Blood biochemistry showed a 
white blood cell(WBC) count of 6,040/µL, hemoglobin level of 
10.8 g/dL, platelet count of 24,000/µL, C-reaction 
protein(CRP) level of 0.55 mg/dL, activated partial 
thromboplastin time of 28.1 s, and prothrombin time 
international normalized ratio of 1.02.Although there was a 
mild rise in CRP, the WBC count and fractionation were within 
normal limits. The harvested synovial fluid was dark red, and 
the culture was negative. She did not have a history of any oral 
medications, such as anticoagulants, that could cause easy 
bleeding. Compared to the X-ray images in 2014, those of 2015 
showed an osteolytic image at the distal cortical and cancellous 
bone of the greater and lesser trochanters, and there was a 
possibility of imminent fracture at the base of the greater 
trochanter. Wreckage of HA mesh was found medial to the 
lesser trochanter (Fig. 1).Onmagnetic resonance imaging 
(MRI), there was a cystic mass surrounding the prosthesis, 
which showed a low density on both T1- and T2-weighted 
images. The inside of the cystic lesion exhibited a mosaic 
pattern with low- and high-density regions, which spread in a 
multidirectional manner (Fig. 2). We performed surgery for 
debridement of the cystic mass and imminent fracture at the 
base of the greater trochanter. During surgery, a cystic mass with 
a size of 86 mm×65 mm×58 mm was noted, which was covered 
with a thick membrane around the hip joint. We punctured it 
with a syringe, which revealed a reddish brown joint fluid, 
presumed to be a hematoma. Granulation tissue was observed 
in the area of osteolysis on the radiograph, and it was confirmed 
macroscopically that the granules probably generated from the 
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Figure 1: Radiographic findings. (a) Loosening and subsidence of the femoral stem with a bone 
defect of the proximal femur are observed before revision in 2011. (b) There is no osteolytic image 
around the stem at 3 years after surgery in 2014. © Osteolytic image is observed on the distal 
exterior (zone 1) of the greater trochanter and lesser trochanter (zone 7) at 4 years post-operative 
in 2015.

Figure 2: Findings of magnetic resonance imaging. (a) Horizontal section in T1 weighted image 
(T1WI): There is a space-occupying lesion that shows a huge fluid collection. (b) Horizontal 
section in T2 weighted image (T2WI): The periphery of the pseudotumor has a cystic 
structure,and the contents have a mosaic pattern. (c) Coronal section in T2WI: The cystic lesion is 
expanding in a multi-directional manner.

Figure 3: Macroscopic findings. (a) Cystic tumor was observed near the proximal area of the 
femur and was continuous with the hip joint. The dark red synovial fluid was foundon puncturing 
the cystic tumor. (b) Granulation tissue was seen at the osteolytic lesion of the proximal 
femur,and powdery hydroxyapatite was found in it and in the hematoma. There were no 
macroscopic findings, such as fretting process and crevice corrosion, at the stem neck. Moreover, 
we did not find excessive abrasion or delamination wear at the polyethylene liner.



HA mesh were scattered 
i n s i d e ( F i g .  3 ) .  We 
analyzed the granulation 
tissue through a rapid 
pathological examination 
and did not f ind any 
pathological findings of 
infection or tumor. The 
p e l v i s  s h o w e d 
discontinuity; however, 
there was no bleeding 
source. There was no 
macroscopic damage of 
implants, such as wear or 
corrosion of the stem 

neck, ball head, and PE liner. Hence, the liner, metal shell, and 
stem were preserved and thoroughly washed after the removal 
of hematoma, capsule, HA debris, and granulation tissue as 
much as possible. Only the ball head was replaced. Since a 
pathological fracture had already occurred distal to the greater 
trochanter, we performed osteosynthesis with an Accord cable 
(Smith and Nephew Inc., Memphis, TN, US) after grafting the 
allograft bone(Fig. 4). Pathological examination under 
hematoxylin and eosin (HE; pH 2.5) staining for the specimen 
of granulation tissue retrieved during surgery was performed. 
The mass was covered with a fibrous capsule, with a high 
infiltration of histiocytes. Partial invasion of plasma cells was 
also observed with fibrin deposition. The interior of the tumor 
had a mix of old and fresh bleeding and some tissue balls 
phagocytizing hemosiderin were observed. Granulation tissue 
was infiltrated by giant cells and surrounded the transparent 
substance. When observed with a polarizing microscope, HA 
was clearly visible (Fig. 5). At present, 2 years after surgery, there 
is no sign of infection in the laboratory data and no recurrence of 

o steol y s i s  o n  t h e 
radiograph. This case 
report was approved 
b y  t h e  E t h i c a l 
Committee of Oita 
University, Faculty of 
Medicine, and the 
p a t i e n t  g a v e  h e r 
w r i tten  i n f o r m ed 
consent.

Discussion
Devices such as screws made of HA, which might be replaced by 
the bone, are useful and regularly used in orthopedic surgeries. 
For a large bone defect during revision surgery for failed THA, 
we usually perform IBG after creating a barrier using HA mesh 
for reconstruction of the acetabulum and femur. These devices 
have proven useful, and since HA mesh has high transparency 
on X-ray than stainless steel, it is feasible to observe the change 
in the graft bone and avoid the heavy metal artifact. The cause of 
osteolysis around a non-infectious hip prosthesis is mainly 
abrasion from wear and tear of the weight-bearing surface. The 
device used during the previous surgery may have resulted in 
the generation of the wear from the bearing surface as the third 
body, such as metallic or HA wear debris, which has been 
reported[1, 2]. However, there is no study reporting that HA it 
has the possibility to cause osteolysis or hematoma after THA. 
In this case, the hematoma was formed within a short period of 
time, osteolysis had extended, and a large number of fragments 
of HA existed in the granulation tissue. The causal relationship 
between each factor is still unknown. The mechanism of the 
combination of Nesplon tape and HA mesh causing the 
complication as well as the breakage of the HA remains 
unknown. Moreover, the mechanism for progressive osteolysis 
in a short period of time is not well known. Osteolysis around 
the artificial joint with hematoma is formed as a pseudo tumor 
due to the friction of the metal with a metal-bearing surface[3]. 
Ando et al. have reported a case with a hematoma at the buttock 
after metal-on-metal THA [4]; but, osteolysis was absent in 
their case. Bourghli et al. [5] and Goddard et al. [6] have 
reported osteolysis accompanied by hematoma with metal on 
PE, as in this case. Bourghli et al. believed that inflammatory 
reactions are induced by wear and tear debris, which leads to 
easy bleeding due to the occurrence of synovitis, pseudo tumor 
formation from old bleeding and granulation tissue, and 
osteolysis. Goddard et al. considered that the cause of osteolysis 
around the artificial hip joint is a pseudotumor, which was 
covered with a fibrous thick film including necrotic tissue, 
fibrin, and hemorrhage inside with chronic expanding 
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Figure 4: Post-operative radiograph. The hematoma and 
granulation tissue around the left hip joint was removed 
as much as possible. Since a pathological fracture had 
already occurred distal to the greater trochanter, 
osteosynthesis was performed. There is no loosening 
now after the revision in 2016.

 

References
Hemosiderin 

deposition

Histiocyte 

infiltration

Fibrin 

deposition

Foreign 

body

Giant 

cell
Bone fragment

Plasma cell 

infiltration

Bourghliet al.
Not 

documented
Yes

Not 

documented
Yes Yes Not documented

Not 

documented

Goddard et al. Yes Yes Yes Yes Yes
Not 

documented

Not 

documented

Our case Yes Yes Yes Yes Yes Yes Yes

The granulation tissue around the artificial joint has a foreign body and giant cells

Table 1: Pathological similarities among three reports

Figure 5:Pathological findings. (a)Inflammatory cells are infiltrating around a transparent substance that 
seems to be the central hydroxyapatite (HA)using H and Estaining (×100).(b)Observation with a polarizing 
microscope clearly shows the presence of transparent substances.
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hematoma. There was no obvious trigger for hematoma 
formation in either report, and the cause was unknown. There 
were common findings on the histopathological examination in 
the past reports and our case (Table 1), for example, deposition 
of hemosiderin and invasion of some cells in the capsule of the 
hematoma. Fibrin deposition was also observed. Granulation 
tissue around the artificial joint showed a foreign body and giant 
cells surrounding it. Thus, it was confirmed that in this case, the 
components of the hematoma and granulation tissue formed 
due to a foreign body existed separately in the same space. 
Hence, it is assumed that osteolysis due to hematoma and 
reactive osteolysis due to foreign body debris were mixed. It has 
been known that osteolysis due to hematoma occurs even in 
hemophilicarthropathy[7, 8]. Hemosiderin adheres to the 
synovium, resulting in synovial inflammation, hyperplasia, 
joint destruction, and osteolysis. Furthermore, it leads to a 
vicious circle by easy bleeding from increasing, brittle, and new 
blood vessels. However, the detailed mechanism is still 
unknown. In this example, osteolysis accompanied by the 
hematoma, expanded in a short period of time, and pathological 
findings showed that HA debris was present in the granulation 
tissue, but the mechanism on how hematoma or HA debris 

affected osteolysis was not clear.

Conclusion
We experienced an extremely rare case with osteolysis and 
hematoma that progressively expanded in a short period of time 
following revision THA using HA mesh and Nesplon tape for 
IBG, which seemed to be caused by, crushed HA and resulted in 
osteolysis accompanied by hematoma. This case has a particular 
disease phenomenon with three unusual factors, such as 
progressive osteolysis, hematoma and HA debris, in granulation 
tissue.

Clinical Message

Inpatients who present with progressive osteolysis around an 
artificial joint in a short period of time as seen on a radiograph, 
an evaluation of chronic expanding hematoma with CT, MRI, 
or ultrasound is necessary. In addition, this case revealed that 
HA debris itself has a possibility to cause osteolysis or 
hematoma after THA.
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